Johne’s Disease Serology ELISA Proficiency Test Report 2017

Laboratory

Biovet Inc (Biovet)

Laboratory Score

Overall Score: 32/32
Quantitative: 16/16
Qualitative: 16/16
Percent: 100%

<table>
<thead>
<tr>
<th>Successful/Unsuccessful</th>
<th>Successful</th>
</tr>
</thead>
</table>

This rating is valid until the next test is administered.
The laboratory is deemed Successful with one individual obtaining satisfactory results.

Comments

- All laboratories received the same samples. The samples were randomized and assigned to check test serials.
- Laboratories testing Successful will be added to the laboratory listing on the USDA Website.